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Hayden Medical is a family owned surgical instrument company with over 25 years experience in 
providing German stainless steel surgical and laparoscopic instruments. We specialize in OB/GYN, 
Cosmetic & Plastic Surgery, Dermatology and Laparoscopy. We also offer instrumentation for many 
other specialties. As owners, we have a vested direct interest in our company and our customers. 
You will absolutely be treated with great personal care from beginning to end by any one of our 
Hayden Medical family. Our overhead is low which translates to lower prices than our larger 
competitors allowing your budget dollars to go further. Please give us a try and see for yourself, 
firsthand, how helpful and cost effective we can be. 

Cosmetic Surgery Instruments 

Hayden Medical Inc. offers the highest quality German 
stainless steel and tungsten carbide instrumentation for 
cosmetic surgery procedures. Our line of products 
includes breast retractors, handheld retractors, 
fiberoptic breast retractors, calipers, markers, 
Rhytidectomy Scissors, Rake Retractors & Thumb 
Hooks. 

Colon & Rectal 

Made using the highest quality German Stainless Steel, our 
selection of surgical instruments for Colon and Rectal procedures 
includes a wide inventory of Rectal Specula and Anoscopes, 
Hemorrhoidal Ligators, and the Sacral Tack Driver Set. 

Bariatric Instruments 



These German stainless instruments are ideal for open bariatric cases. Custom bariatric surgical 
instruments are also available by request. Our selection includes Bariatric Tissue forceps, Dressing 
forceps, Russian Tissue Forceps, DeBakey Forceps, and Mixter Forceps.Our Deep Pelvic Instrument 
Tray is ideal for abdominal procedures on larger patients. Custom bariatric surgical instruments 
are also available by request. 





Alan Parkes Anal Retractor 



Self-retaining retractor with fine adjustment ratchet 2 Adult blades, 2 Sphincterotomy blades, and 1 
Adjustable Center blade 

Cosmetic Surgery 

Hayden Medical Inc. offers the highest quality German stainless steel and tungsten carbide 
instrumentation for cosmetic surgery procedures. Our line of products includes breast retractors, 
handheld retractors, fiberoptic breast retractors, calipers, markers, rhytidectomy scissors, rake 
retractors & thumb hooks. 

Surgical Retractors Hayden Trac Table Fixed 

Hayden Medical's instruments are manufactured with high quality, German stainless steel. Each 
instrument is guaranteed to be free of defects in material and craftsmanship and has a limited 
lifetime warranty. This Bookwalter style retractor set has been the gold standard for many years. 
The comprehensive components of this set allow the surgeon many choices to make surgery safer 
and easier. Substitutions of set instruments are available. 



Lighted Retractors 

Hayden Medical's instruments are manufactured with high quality, German stainless steel. Each 
instrument is guaranteed to be free of defects in material and craftsmanship. 




Blepharoplasty Instruments 



Hayden Medical Inc. offers the highest quality German stainless 
steel and tungsten carbide instrumentation for cosmetic surgery 
procedures. Our line of products includes breast retractors, 
handheld retractors, fiberoptic breast retractors, calipers, markers, 
rhytidectomy scissors, rake retractors & thumb hooks. 



For more information please visit 
http: / /www.haydenmedicalinc.com 



